[Image quality assurance in x-ray diagnostic units. Information on DIN 6868 standard series].
The Working Group for Standardisation justifies and comments on the establishment of a standard series for image quality assurance in X-ray diagnostic services (DIN 6868). In order to promote compliance with these standards, the users are given some background information on the structure of the standard series and on the recommended procedures to be followed. The definitions for the various hierarchically arranged tests, such as constancy test, status test, acceptance test as well as a definition for the term "base-line image quality" are explained.